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Ionic silver is currently baselined as the biocide for microbial control in potable water 
systems for future space exploration missions. In-line monitoring of silver ion concentration 
is desired for system feedback control to introduce and maintain sufficient and safe levels of 
biocide in the water. To date, NASA testing of silver biocide system prototypes has made use 
of an Ion-Selective Electrode (ISE) for in-line silver concentration measurements. However, 
known issues with ISE technology have continued to motivate a search for alternate sensor 
systems. Although devices capable of detecting silver are available for terrestrial applications, 
these systems are generally not well-suited for the unique demands of spaceflight. Desired 
attributes include: low weight, volume, and power consumption; stable, autonomous, and in-
line measurement capability; long calibration lifetime; and limited maintenance 
requirements. This paper provides the results from a preliminary trade study conducted on 
three candidate silver sensor technologies: ISEs, Anodic Stripping Voltammetry (ASV), and 
Fiber Optic Chemical Sensors (FOCS). The review of these technologies includes the rationale 
for their selection, an overview of the principles of their operation, and a detailed assessment 
of their strengths and weaknesses relative to the anticipated requirements of future spacecraft 
applications. The study concluded that none of the currently-available versions of these 
technologies is suitable for immediate application to spacecraft systems; further technology 
development should be considered. To that end, recommendations for forward development 
work have been proposed and provided herein. 
Nomenclature 
ASV = Anodic Stripping Voltammetry 
DLR =  Dual-lifetime Referencing 
DO =  Dissolved Oxygen 
𝐸0 =  Standard-State Reduction Potential 
Δ𝐸𝐼𝑆𝑀 =  Ion-Selective Membrane Potential 
FOCS = Fiber Optic Chemical Sensors 
𝑖𝑝  =  Peak Current 
ICES =  International Conference on Environmental Systems 
IOS = Intelligent Optical Systems 
ISE = Ion-Selective Electrode 
ISFET =  Ion-Sensitive Field Effect Transistor 
ISS =  International Space Station 
SBIR =  Small-Business Innovation Research 
SSRE =  Solid-State Reference Electrode 
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I. Introduction 
ASA intends to replace iodine with ionic silver as the biocide for maintaining the potable quality of water in 
next-generation spacecraft.  Silver is advantageous in that it is safe to drink at levels that are effective at 
preventing bacterial growth, thus reducing the upmass cost that is currently incurred by iodine removal media.  A 
disadvantage of silver, however, is that its chemistry in aqueous systems is highly dynamic.  Studies1-4 have 
demonstrated that significant silver losses on wetted materials in spacecraft water systems can occur within weeks, 
days, or even hours, depending on the material, its surface treatments, and the effective surface area-to-volume ratio.  
Although mitigation of this problem is being investigated, it is currently assumed that some degree of silver loss will 
occur over the long durations of system dormancy (up to a year) envisioned for future missions.  An in-line silver 
sensor would greatly enhance the ability to ensure the quality of the water in such cases by enabling automated 
maintenance of the silver biocide level.  Furthermore, methods for introducing silver into the water are at a low 
technology readiness level, which results in uncertainty regarding their long-term performance and the consistency of 
their output.  An in-line silver sensor would provide continuous insight into the health of the introduction system and 
could be used as feedback control depending on the introduction method employed.  Thus, in-line silver sensing is 
currently considered a critical technology gap for a robust silver-based disinfection system. 
Although silver monitoring devices are available, they are generally not suited for automated and in-line use.  For 
example, a colorimetric kit for monitoring silver and iodine concentrations was successfully used to periodically assess 
biocide levels on the International Space Station (ISS).5  However, the device is not a candidate for in-line sensing 
applications because it relies on manual operation and requires samples to be withdrawn from the potable system.  For 
terrestrial applications, most of the methods commonly employed for the detection of silver and other heavy metals 
are not sensors but rather analytical systems, such as Inductively-Coupled Plasma Mass Spectrometry and Atomic 
Absorption Spectroscopy.  Such systems generally require bulky equipment, some form of sample pretreatment, and 
experienced operators to run the analysis and interpret the results.   Research into the state of the art for silver detection, 
including correspondence with over forty sensor and analytical device companies, revealed that the only 
commercially-available device that can truly be considered a sensor for aqueous silver is an Ion-Selective Electrode 
(ISE).  Commercially-available ISEs have several shortcomings that render them unsuitable for the space application, 
as discussed in detail below.  This technology gap motivated a fiscal year 2017 Small Business Innovation Research 
(SBIR) solicitation6 for in-line silver monitoring technologies, which produced some encouraging results, though not 
yet a viable sensor.  Further research and development in sensor technology is required, starting with an assessment 
of which technologies lend themselves to being adapted to the application and whether it is reasonable to expect that 
further development could produce a sensor that meets the requirements of future exploration missions. 
II. Technology Selection 
The selection of technologies to evaluate was conducted by considering all sensor technologies and narrowing the 
focus to those that are most commonly applied to silver and other heavy metals.  This approach ensured the availability 
of a sufficient body of research to fully evaluate the strengths and weaknesses of each selected technology.  Heavy 
metal sensing technology was included in the consideration because silver shares some characteristics with other 
heavy metals and because research into general heavy metal detection is more common than research into silver 
detection specifically.   Of the various sensor types, electrochemical and optical are the two most commonly applied 
to heavy metal detection. 
Ion-selective Electrodes (ISEs) are electrochemical sensors that have been developed for nearly every metal ion, 
including silver, and are commercially-available from a number of companies.  The basic principles of ISEs are well 
understood, and improvements of their shortcomings constitute a large and active area of research.7  Ion-sensitive 
Field Effect Transistors (ISFETs) are also a growing area of research.7  Like ISEs, they are potentiometric sensors, 
and they share enough characteristics with ISEs that they can be treated together in this study with a brief overview 
of their key differences.   
Anodic Stripping Voltammetry (ASV) is a very popular electrochemical technique for trace heavy metal detection.  
It is an active area of research and has been successfully applied to silver ion detection.8-12  Although ASV is an 
electroanalytical technique as opposed to a sensor technology, systems based on ASV have been developed into small, 
portable, and robust devices for field use.  It is thus conceivable that the sensing capability of ASV could be embodied 
in a sensor. 
Fiber-Optic Chemical Sensors (FOCS), also known simply as optical sensors, are another popular area of 
research.13  They offer convenience as reusable probes and in some cases in-line sensors in remote locations.  As 
reported at last year’s International Conference on Environmental Systems (ICES),14 the company Intelligent Optical 
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Systems, Inc. (Torrance, CA) designed a luminescence-based optical sensor to address the aforementioned 2017 SBIR 
solicitation. 
Other sensor types for silver detection are also possible.  For example, mass-based sensing mechanisms for heavy 
metal detection have been reported,15-16 and continued advances in micro-scale technologies could result in additional 
sensor development in this area.  Presently, however, such sensing schemes are less studied and are generally at a 
lower technology readiness level than the electrochemical and optical variety.  Therefore, the three sensing 
technologies evaluated in this study were Ion-Selective Electrodes, Anodic Stripping Voltammetry, and Fiber-Optic 
Chemical Sensors.   
III. Technology Description 
This section provides a description of each technology, in which an overview of the general operating principles 
is followed by a discussion of the key design elements.  This discussion highlights strengths and weaknesses of the 
technology and provides a necessary background for the subsequent technology evaluation.  More thorough 
explanations of the technologies can be found in the references (ISE17-20; ISFET17; ASV19-23; FOCS17,24-27).  
A. Ion-Selective Electrode 
In an ISE, the concentration of the analyte is determined by measurement of the potential difference (i.e. voltage) 
across an electrochemical cell consisting of the indicator (i.e. ion-selective) electrode, the reference electrode, and the 
sample itself.  ISEs can be purchased as individual half-cells with a separate reference half-cell or as combination 
probes with the reference 
half-cell incorporated.  A 
functional representation 
of an ISE is depicted in 
Figure 1.  
The potential of 
interest is that which 
develops at the ion-
selective membrane 
(shown in purple), which 
is selectively permeable to 
the analyte.  The potential 
develops due to the 
partitioning of charge 
across the membrane, and 
is dependent on the 
activity of the analyte in 
the sample, 𝑎𝐴, according 
to the Nernst equation: 
Δ𝐸𝐼𝑆𝑀 =  𝐸𝑐𝑜𝑛𝑠𝑡 +  
𝑅𝑇
𝑧𝐹
ln 𝑎𝐴 =  𝐸𝑐𝑜𝑛𝑠𝑡 +  59.16 log 𝑎𝐴 
where Δ𝐸𝐼𝑆𝑀 is the ion-selective membrane potential, 𝑅 is the ideal gas constant, 𝑇 is temperature in Kelvin, 𝑧 is the 
analyte charge (1 for Ag+), 𝐹 is Faraday’s constant, and 𝐸𝑐𝑜𝑛𝑠𝑡  is a constant to account for the activity of the analyte 
in the internal fill solution (indicated as “Fill Solution” in Figure 1 and Figure 2) and any mechanical asymmetry of 
the membrane.  As the right-hand equality demonstrates, assuming a temperature of 25°C yields the “Nernstian” slope 
of 59.16 mV per decade of activity change.  Note that the equation is expressed in terms of analyte activity, the 
chemically-available quantity of the ion, rather than concentration.  However, in solutions of very low ionic strength, 
such as that expected in spacecraft potable water, the activity can be assumed to be equal to the concentration.  This 
assumption is made through the rest of this study.  
 
Figure 1. Ion-Selective Electrode.  An ISE comprises two electrodes (or “half-cells”): 
the ion-selective electrode (or “indicator electrode”) and the reference electrode.  
These two half-cells are commonly packaged together into a combination probe. 
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The ion-selective membrane 
potential cannot be measured 
directly, but requires measurement 
of the voltage across the entire 
electrochemical cell, which 
includes contributions from every 
phase boundary in the cell, as 
depicted in Figure 2.  Thus, 
obtaining consistently accurate 
measurements of the ion-selective 
membrane potential requires 
keeping the other potentials in the 
cell constant.  The stability of the 
potential at these other phase 
boundaries is impacted by the type 
of contact(s) between the 
membrane and the inner wire and 
by the reference electrode.  The 
key design elements of an ISE are 
thus the ion-selective membrane, the contact type, and the reference electrode. 
Membrane type: The two types of ion-selective membrane used for silver detection are solid-state and polymer.  
A solid-state membrane comprises a crystal of an ion-permeable, sparsely soluble salt such as Ag2S.  Polymer 
membranes are most commonly implemented as polymer matrices doped with an ionophore (a molecule that 
selectively promotes the permeation of the analyte).  Polymer membranes are popular because they are capable of 
achieving lower detection limits than solid-state membranes, whose detection limits are thermodynamically limited 
by the solubility of the sparsely soluble inorganic salt.28  Additionally, solid-state membranes are subject to ‘poisoning’ 
or ‘fouling’ by organic contaminants, oxide formation at high pH (in excess of about pH 8), and ions that form 
insoluble complexes with the membrane crystal, such as mercury.  Membrane fouling necessitates polishing in order 
to restore its sensitivity.  In spacecraft potable water, organic contaminant levels are low enough that they should not 
be problematic, mercury is not present, and pH is expected to be roughly neutral.  However, the pH is allowed to be 
as high as 8.5,29 which may occur if the silver ions are introduced via electrolysis.  A positive aspect of solid-state 
membranes is the fact that they may be stored dry, whereas polymer membranes are best stored in a humid environment 
(e.g., using wetted gauze) and require a period of conditioning in a solution of analyte before use.  The response of 
polymer membranes also tend to be pH-dependent because of the characteristics of the ionophore. 
Contact Type: The cell arrangement depicted in Figure 1 and Figure 2 is for a conventional ISE with an inner fill 
solution and inner Ag/AgCl reference electrode, whose purpose is to provide low resistance charge transfer from the 
ion-selective membrane to the inner wire and conversion of that charge transfer from ionic to electronic conduction.  
This configuration is called “symmetric” because the membrane is sandwiched between two solutions.  The inner 
solution can be susceptible to evaporation, pressure and temperature changes, and water transfer to or from the 
sample.30  To work around these problems, solid contact electrodes have been developed to replace the fill solution 
with a solid contact between the membrane and the wire in an “asymmetric” configuration.  Such a contact must still 
perform the ionic-to-electronic charge transduction with low resistance or else the contact will be the source of 
significant potential drift.  Because the ionic charge carrier in an Ag2S solid-state membrane is Ag+, which forms a 
stable redox couple with the Ag wire, an Ag2S membrane may be directly connected to the wire in what is known as 
an ohmic contact.28  This is not the case for polymer membranes, however, and suitable contact materials (such as 
conducting polymers) and novel contact techniques are an active area of research.7,30 
Reference Electrode: The reference electrode, which performs the two-fold duty of completing the electrical 
circuit and maintaining a near-constant reference potential, is a key element in any electrochemical measurement and 
also a source of several problems.  The stable potential it provides is based on the redox couple that makes up the wire 
coating and the reference electrolyte.  The Ag/AgCl electrode in a chloride-containing electrolyte is a very common 
reference electrode due to the well-behaved nature of its redox couple: 𝐴𝑔𝐶𝑙 + 𝑒− ⇌ 𝐴𝑔 + 𝐶𝑙−.  The reference 
electrode performs its second function of completing the electrochemical cell’s circuit by allowing its electrolyte to 
diffuse through the liquid junction, which can be an ion-permeable or porous membrane or simply a narrow opening 
to the sample.  This diffusion of ions can lead to a significant and variable liquid junction potential if the mobilities of 
the ions that make up the reference electrolyte are dissimilar.  Whereas chloride must be contained in the reference 
 
 
Figure 2. Contributions to ISE Measurement.  The voltage output of an 
ISE includes potential contributions from every phase boundary in the device.  
Phase boundaries are depicted in the upper half of the figure with their 
corresponding contribution to potential directly below. 
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5 
electrolyte in order to form a redox couple with the wire coating, the popular choice of potassium as the counter-ion 
is based on the fact that potassium and chloride ions have very similar ionic mobility, which limits the impact of the 
liquid junction potential on the overall measurement. 
The fact that the migration of this electrolyte is fundamental to the measurement can result in serious problems 
such as sample contamination and electrolyte depletion.  Chloride ions from the electrolyte that migrate into the sample 
are likely to form an AgCl precipitate with the silver ions.  This precipitate is highly insoluble and would reduce the 
effective silver concentration.  Mitigation of this contamination while maintaining the charge transfer function of the 
electrolyte can be realized by use of a double-junction reference electrode, in which a second electrolyte compartment 
that does not contain contaminating ions is added between the KCl and the sample.  This arrangement can mitigate 
contamination, but it adds another liquid junction and thus additional measurement uncertainty. 
Regardless of whether or not the electrolyte contaminates the sample, there is still the issue of depletion of the 
electrolyte, which is generally the determining factor in the life of the electrode.  The rate of depletion is strongly 
influenced by the ionic strength of the sample; the purity of spacecraft potable water would lead to accelerated 
depletion.  It is possible to slow the depletion (and contamination) by use of a thicker or less porous reference 
membrane, but this results in longer response times due to the slower equilibration of the electrochemical cell.  Finally, 
in order to prevent the depletion of the reference electrolyte and drying out of the reference membrane while not in 
use, it is necessary to store the reference electrode in a solution containing the reference electrolyte, which necessitates 
care to prevent evaporation of the storage solution. 
Other common problems caused by the reference electrode are due to the liquid nature of its electrolyte, such as 
susceptibility to pressure and temperature changes, flux of solvent across the membrane, and inability to be used in 
orientations other than upright.  Reference electrodes with gel-solidified electrolyte have been developed to address 
these concerns and are commercially available.  One drawback of this type of electrode is the tendency of their 
reference potential stability to be more influenced by electrolyte diffusion.31 
Solid-state reference electrodes (SSRE) are an attempt to resolve several of the aforementioned complications.  
Similar to the solid-contact type of ion-selective half-cell, an SSRE replaces the liquid electrolyte with an ion-to-
electron transducing element such as a conducting polymer.30  To enact charge transfer at the electrode-solution 
interface, the SSRE still must release ions (typically doped into the membrane) into the sample, but this method at 
least offers a choice of leaked ions and may offer the opportunity for greater control of their release. 
At least a few companies offer Ag/AgCl electrodes that are marketed as “leak-free” in that they do not release any 
ions into the sample.  Their charge transfer mechanism is not clear, and it is thus expected that they would not exhibit 
long-term potential stability.  However, the claim is worthy of investigation. 
Ion-Sensitive Field Effect Transistor (ISFET): ISFETs are devices that combine the principles of potentiometry 
with solid-state physics.  By coupling an ion-selective layer onto the gate of a field-effect transistor, the analyte 
concentration influences the FET’s ability to pass current.  Holding this current constant results in a voltage between 
the ISFET and a reference electrode that varies with analyte concentration in a Nernstian fashion.  All pH/ion meters 
contain a FET as part of their signal amplification, and the ISFET's direct coupling of the ion-selective membrane 
with the meter electronics confers unique advantages such as sensor miniaturization and elimination of the low-
resistance charge-transfer requirement listed above for solid-contact membranes.  Nevertheless, an ISFET still requires 
a reference electrode, which is by far the largest drawback to potentiometric measurement.  Thus, in this study, ISFET 
technology is not evaluated independently. 
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B. Anodic Stripping Voltammetry 
Voltammetry is an electrochemical method in which the current is 
measured at varied potential in order to characterize the oxidation and 
reduction (redox) reactions taking place in the electrochemical cell.  
The cell itself consists of three electrodes, as shown in Figure 3: 
working (or indicator), counter (or auxiliary), and reference.  The 
working electrode is where the redox reaction takes place, the counter 
electrode completes the electrical circuit, and the reference electrode 
provides a stable potential against which to measure the potential of 
the working electrode.  The three-electrode configuration enables 
separation of the two functions that would otherwise be carried out by 
the reference electrode, which reduces the demands placed upon it.  
Control of the electrochemical cell’s potential and measurement of its 
current is done with a potentiostat, which is represented in Figure 3.  
As shown, the controlled potential is measured between the working 
and reference electrodes, and the resultant current between the working 
and counter electrodes.  The actual circuitry of a potentiostat is much 
more complicated, and enables very sensitive current measurement and 
control of potential in sophisticated profiles.  
Anodic stripping voltammetry is a class of voltammetry that allows 
for very low detection limits by inclusion of an accumulation step.  
During this step, the analyte is reduced onto the working electrode by 
maintaining the potential sufficiently below the analyte’s standard state 
reduction potential, 𝐸0 (Figure 4a).  The potential is then gradually 
increased, and as the potential passes through 𝐸0, ions of the analyte 
begin to oxidize, or ‘strip’, from the working electrode, resulting in a 
sharp increase in current (Figure 4b).  The resultant plot of current 
versus potential is called a voltammogram, the shape of which provides 
information about the redox reaction(s) at play. 
The peak current, 𝑖𝑝, during this potential sweep is related to 
analyte concentration, 𝑐𝐴, by 
𝑖𝑝 = 𝐾 ×  𝑐𝐴 
where 𝐾 is a constant based on experimental parameters such as 
deposition time, working electrode surface area,  ionic diffusion 
properties of the sample, and flowrate (or stirring rate).  Because the 
standard state reduction potential, 𝐸0, is characteristic of the redox reaction of interest, there is a certain amount of 
inherent selectivity in ASV.  The characteristic nature of 𝐸0 also makes it possible to detect multiple analytes 
simultaneously, which makes ASV very popular for trace heavy metal detection in environmental waters.  Key 
elements of the design of an ASV analysis include the potential profile, the working electrode, and the reference 
electrode.  
 
 
 
Figure 3. Three-electrode cell.  The 
potential of the Working Electrode (WE) 
is determined by measuring the voltage 
between it and the Reference Electrode 
(RE).  Current flows between the Working 
Electrode and the Counter Electrode 
(CE).  
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Potential Profile: The current that results from redox reactions at the working electrode is related to analyte 
concentration; however, this “faradaic current” is not the only current present in an electrochemical cell.  A change in 
applied voltage also results in redistribution of charged particles in solution, with cations migrating to the cathode and 
anions migrating to the anode.  This migration results in a transient capacitive current known as charging current.  
Because the charging current is transient, changing the potential in discrete steps and measuring the current near the 
end of each step reduces the error that the charging current would otherwise cause.  For this reason, the simple linear 
sweep depicted in Figure 4a is often replaced with a more sophisticated one, such as differential pulse voltammetry, 
staircase voltammetry, or square wave voltammetry.  Another aspect of the potential profile that must be considered 
is the deposition potential, which is selected to ensure sufficient reduction of the analyte onto the working electrode 
while also avoiding interference from other sample constituents or impurities. 
Working Electrode: The composition of the working electrode must promote electroplating of the analyte and 
provide an appropriate potential window.  The potential window of the electrode is the range of potentials over which 
the electrode surface itself will not undergo redox reaction, and it must include the range of potentials necessary for 
the investigation of the analyte.  Working electrode materials that have been successfully applied to the determination 
of silver include graphite felt,12 carbon paste,10 glassy carbon,11 and boron-doped diamond.32  Most electrode materials 
are subject to fouling from organic contaminants and accumulation of electroactive solution impurities.  The 
susceptibility of the working electrode to fouling is highly dependent on several factors, including the working 
electrode material and any chemical surface modifications, the quality of the sampled water, and the employed 
potential profile.  Regardless, polishing of the working electrode between analyses is generally required, and some 
companies even offer screen-printed disposable electrodes to avoid the tedium of polishing altogether.  For continuous 
measurements, automated electrode cleaning is required as an alternative to mechanical polishing.  Ultrasonic cleaning 
is possible,33 though it may be incompatible with certain electrode surfaces, particularly chemically modified ones.  
Electrochemical cleaning, in which the working electrode is held at a sufficiently high potential to strip away 
contaminants, is also used.  In either case, it is unclear whether such cleaning steps would allow for long-term 
measurement without frequent recalibration.  An electrode material that is not only suitable for silver analysis but also 
immune to fouling is desired.  Boron-doped diamond has been hailed as a relatively fouling-resistant material,34 but it 
is unclear whether it would permit long-term continuous measurement. 
Reference Electrode: In voltammetry, because the potential is not the measured quantity related to analyte 
concentration, some inaccuracy or instability of the reference potential may be acceptable depending on the conditions 
of the analysis and its duration.  For this reason, pseudo- or quasi-reference electrodes that do not comprise a redox 
couple are occasionally used in order to prevent sample contamination from reference electrolyte.  Bare metal wire or 
AgCl-coated silver wire immersed directly in the sample fulfill this purpose.  However, such reference electrodes are 
highly pH and temperature dependent and susceptible to long-term drift,35 and it seems very unlikely that their use in 
 
Figure 4. Anodic Stripping Voltammetry.  (a) The potential of the working electrode is held below E0 
for the time required to deposit the analyte.  It is then swept through E0 to effect the stripping of analyte 
from the electrode.  (b) The stripping of analyte from the working electrode registers as a peak in current 
that is proportional to analyte concentration. 
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a long-term continuous measurement system would be feasible.  Therefore, a true reference electrode is very likely 
required, and the problems one presents for an ISE are also applicable to voltammetric systems.   
Other considerations: Because ASV is an analytical technique not traditionally embodied in an in-line continuous 
measurement system, additional complications must be considered. 
Flowrate: The degree of deposition of the analyte, and thus the resulting current peak during stripping, is highly 
dependent on its mass transport to the working electrode during deposition.  In ASV experiments, stirring is very 
carefully controlled to ensure deposition consistency.  In a flowing system, variations in flowrate have to be precisely 
accounted for, and operation is likely not possible in completely stagnant conditions. 
Dissolved Oxygen: Because dissolved oxygen (DO) readily participates in redox reactions, its removal from 
solution is generally required in voltammetric measurements to prevent interference with the desired current signal.  
This is typically accomplished by purging the sample with an inert gas, such as nitrogen.  As an alternative, electrode 
materials that are insensitive to DO are highly sought and studied.  Additionally, it has been shown that the very fast 
potential ramping of square-wave analysis mitigates the impact of DO on mercury electrodes,36 though the success of 
this technique was at least partially predicated on the properties of mercury.  Finally, careful choice of deposition 
potential may minimize DO’s impact.   This is especially true for silver analysis, in which the higher 𝐸0 of silver 
permits higher deposition potential.  Nevertheless, recent research in silver detection via ASV has included a 
deoxygenation step.8-11 
Supporting electrolyte: Voltammetric studies almost invariably include high quantities of inert supporting 
electrolyte in order to reduce ohmic drop between working and reference electrodes that could otherwise confuse the 
potential measurement.  Studies indicate that ASV is possible without supporting electrolyte by careful design of 
device and experiment,37 but real-time changes in the conductivity of the water processor effluent might present a 
challenge. 
Analysis: Voltammetry does not provide a single electrical signal that can be converted to a concentration, and its 
interpretation is generally performed by trained electrochemists.  Automated interpretation of the voltammogram 
would require sophisticated analytical algorithms. 
This is not to say that in-line application of ASV is not possible.  In fact, it has been performed in various 
configurations for many years.38  However, these applications generally automate rather than eliminate troubling 
aspects of ASV, in ways that are impractical on a spacecraft.  For example: dissolved oxygen is removed by in-line 
purging; reagents such as supporting electrolyte and calibration standards are added by precise pumping mechanisms; 
and analyzed samples are directed to a waste container. 
C. Fiber-Optic Chemical Sensor 
 Fiber-Optic Chemical Sensors (FOCS) employ the basic principles of a spectroscopic measurement in a 
miniaturized device that allows for in-line sensing.  Because most heavy metal ions, including silver ions, do not have 
optical properties that lend themselves to direct detection, their spectroscopic measurement usually involves high-
energy processes or addition of reagents.  Optical sensors for ions can forgo these steps by incorporating an analyte-
sensitive indicator dye into a sensing membrane and using the optical response of the membrane to determine analyte 
concentration.  The optical response of the membrane is based on either its absorbance or luminescence characteristics, 
depending on the type of indicator employed.  The additional measurement parameters of a luminescence-based 
sensor, such as emission wavelength and lifetime, confer advantages over absorbance-based sensors such as increased 
sensitivity and selectivity, and greater flexibility in measurement techniques.26  At the same time, the shortcomings of 
luminescence-based sensors are generally shared by absorbance-based sensors.  Thus, the ensuing assessment of 
optical sensors focuses primarily on the luminescent variety.*
Two sensing mechanisms commonly applied to heavy metals are ion-exchange and ion-complexation.  In ion-
exchange, a hydrophobic sensing membrane contains an analyte-specific ionophore and a separate indicator whose 
spectroscopic properties are mediated by proton binding.  Upon permeation of the analyte into the membrane, 
electroneutrality of the membrane is maintained by the release of a proton, which alters the absorbance or 
luminescence of the indicator.  Because of its dependence on the concentration of protons in the membrane, sensors 
based on this scheme are highly sensitive to pH, which must either be controlled or compensated for.  In the ion-
complexation scheme, the absorbance or luminescence of the indicator is directly mediated by bonding with the 
analyte itself.  Because indicators for metals are typically also influenced by protons, sensors based on this scheme 
                                                          
* The term luminescence technically refers to both fluorescence and phosphorescence, which are distinguished by 
their lifetime.  Fluorescence is more common in optical sensors, such that the terms luminescence and fluorescence 
are often used interchangeably. 
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also tend to be pH-sensitive at most values of sample pH; however, in this case the pH-sensitivity is a result of 
indicator-specific chemistry rather than the sensing mechanism itself.  Most of the reported optical sensors for heavy 
metals are of the ion-complexation variety, which is used as the baseline for evaluation in this study. 
Analyte complexation with the indicator can either enhance or quench (i.e. diminish) the indicator’s luminescence.  
Most heavy metals have a quenching 
effect, such that the luminescence intensity 
is related to the analyte concentration by 
the Stern-Volmer equation: 
𝐼0
𝐼
− 1 =  𝐾𝑆𝑉[𝑄] 
where 𝐼0 is the luminescence intensity in 
the absence of the quencher, 𝐼 is the 
fluorescence intensity in the presence of 
the quenching analyte at concentration [𝑄], 
and 𝐾𝑆𝑉 is the Stern-Volmer constant for 
the indicator.  In this way, the indicator’s 
luminescence serves as the transduction for 
the analyte concentration into an electrical 
signal.**  A common arrangement for this 
type of sensor is shown in Figure 5.  The 
photo-emitter produces light of a known 
intensity, which is guided by a fiber-optic 
cable to the sensing membrane, which in 
turn re-emits (fluoresces) the light with an 
intensity based on the concentration of 
analyte.  The re-emitted light is guided by 
another fiber-optic cable to the photo-
detector, which registers the fluorescence 
intensity.  Design variants of luminescent 
quenching sensors are based on the choice 
of indicator, the membrane construction, 
and the measurement technique.  
Indicator: Many indicators have been tested for heavy metals.  Most are sensitive to pH, but the range and the 
extent of their sensitivity vary.  Also, many indicators are not selective to a given analyte, but rather serve as “total 
heavy metal” sensors.  Some indicators do exhibit selective binding to silver,39 and selectivity of the sensing 
mechanism can also be enhanced by coupling the indicator to an ionophore, resulting in a so-called fluoroionophore. 
Perhaps the most important characteristic of the indicator for in-line sensing is the reversibility of its interaction 
with the analyte.  It is typical of optical sensing schemes for heavy metals that the affinity of the indicator for the 
analyte is so high that the indicator does not release the analyte even when the analyte concentration decreases or the 
analyte is not present in the sample at all.  In many cases the sensing membrane must be washed with a solution 
containing a chelating agent of greater affinity for the analyte than the indicator, thus regenerating the membrane.  
Such regenerable (as opposed to reversible) sensing mechanisms are not feasible for in-line sensing; identifying an 
indicator with a reversible sensing mechanism is indispensable.   
Membrane construction: The composition of the sensing membrane is of critical importance: it must allow 
permeation of the analyte in order to react with the indicator, and it must effectively immobilize the indicator to 
prevent it from leaching into the solution.  Permeation of the analyte is accomplished by selection of a polymer that 
allows water absorption, and the use of a fluoroionophore may further promote permeation.  In fact, membrane 
materials used in polymer-based ion-selective electrodes (as discussed above) are often suitable for optical sensors.40  
Because sufficient permeation must occur in order for the sensor to detect changes in analyte concentration, the 
composition and thickness of the membrane has a large impact on sensor response time, which is typically longer for 
optical sensors than for the aforementioned electrochemical techniques. 
                                                          
** As is the case with an ISE, an optical sensor is actually measuring analyte activity.  However, as discussed above 
in the section on ISE technology, that distinction is not significant in this application and is not considered here. 
 
Figure 5. Luminescence-based FOCS.  A fiber-optic cable guides 
excitation light from the photo-emitter to the sensing membrane, 
which re-emits light as fluorescence.  The re-emitted light is guided 
to the photo-detector by another fiber-optic cable.   The degree of 
fluorescence of the sensing membrane is governed by interactions 
between the analyte and the indicator (I). 
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Measurement technique: Intensity-based measurements are common due to the simplicity of the hardware and 
signal analysis required; however, they can be confounded by several complicating factors.27  For example, it is 
difficult to know the emission intensity at the membrane because of variations in the light source and because not all 
emitted light makes it to the sensor due to losses in the waveguides.  Additionally, drift over time can occur as a result 
of leaching of the indicator into solution or photobleaching of the sensor.  Photobleaching occurs when the excited 
indicator is involved in irreversible reactions that prevent its fluorescence, manifesting itself as decreased membrane 
sensitivity in response to light exposure.  These complications can negatively impact the accuracy and precision of 
optical measurements.  One method for overcoming these problems is the use of a ratiometric technique in which the 
intensity is measured at two wavelengths, one of which is uninfluenced by the analyte.  This can be accomplished 
with an indicator that has two absorption or emission wavelengths, or by the inclusion of an inert reference dye with 
different spectral properties. 
An alternative is to relate analyte concentration to fluorescence lifetime in a method known as dual-lifetime 
referencing,41 in which an inert luminescent reference dye is incorporated into the membrane along with the indicator.  
A suitable reference has a similar excitation wavelength but a much longer fluorescence lifetime, such that changes in 
the fluorescence intensity of the indicator result in a discernable change in the combined indicator/reference lifetime.  
The fluorescence lifetime can be indirectly determined by use of a phase-resolved measurement, in which the 
excitation intensity is varied sinusoidally and the resultant fluorescence intensity exhibits a phase-shift.  Differences 
in concentration are thus related to variations in phase angle, as opposed to intensity.  
The aforementioned sensor designed by Intelligent Optical Systems (IOS) was a luminescence-based FOCS that 
employed dual-lifetime referencing with phase-resolved lifetime measurements.14  This sensor directly addressed 
several of the requirements for the spacecraft application, and as such is frequently referred to in the evaluation (as 
the “IOS sensor”).  
IV. Evaluation Method 
A. Evaluation Criteria 
Technologies were evaluated against criteria grouped into three general categories, listed below.  For most of the 
criteria, a qualitative assessment was deemed sufficient.  Certain criteria, however, would have been vague without 
quantification.  In an attempt to roughly quantify these criteria, each was assigned an ideal value and a more lenient 
acceptable value, which were used to determine the performance scores explained in the following section.  These 
values were assigned based on an approximation of the eventual requirements for a silver biocide control system, but 
given the current absence of actual requirements, the values are, admittedly, somewhat arbitrary and subjective.  
Furthermore, some of the criteria have overlaps, but they are worth considering separately due to differences in the 
operation of various devices. 
 
1. Suitability for Spacecraft Application 
a) Size: The combination of mass, volume, and power consumption. 
b) Controller interface: Ability to interface with a controller (i.e., provide electrical signal that may be 
automatically converted to concentration without human interpretation). 
c) Impact on water: Degree to which the sensor contaminates the water or necessitates its extraction.  Sample 
extraction may be permissible if the sample size were small enough to allow sufficiently-frequent samples while 
consuming a negligible amount of water. 
d) Environment compatibility: Compatibility with expected environment (e.g., ambient temperature, pressure up 
to 30 psig, flowrate up to 0.5 L/min) and water quality (pH range 4.5 – 8.5, conductivity < ~4 µS/cm, dissolved 
oxygen between ~4-9 ppm)††.  Ideally, the sensor would work equally well in flowing and stagnant conditions. 
e) Zero-g compatibility: Ability to operate in zero-gravity. 
f) [Ag+] measurement: Ability to measure ionic silver as opposed to total silver, or at least distinguish between 
them.  (A total silver measurement would include complexed silver, which is not biocidal.) 
                                                          
†† pH and DO are not currently measured on-orbit in the ISS potable water system.  The pH range is based on the 
allowed pH range for potability, as defined in the System Specification for the ISS.29   The actual pH at the point of 
silver introduction is expected to be roughly neutral, and may be altered depending on the silver introduction method.  
The DO range is an estimate based on processes that occur in the ISS water processor. 
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g) Continous measurement: Ability to provide continuous in-line measurement.  Note that this requires 
reversibility of the sensing mechanism, which is defined as the ability for the sensor to naturally return to a 
baseline value after exposure to higher levels of analyte. 
 
2. Analytical Characteristics 
a) Range: range of measurable concentrations between the limit of detection and the maximum usable indication.   
  Ideal: 10 – 10,000 ppb; Acceptable: 50 – 1,000 ppb.  The target silver concentration assumed for this study is 
400 ppb, which is a level known to be safe to consume and effective as a biocide.  The minimum biocidal 
concentration and maximum potable concentration have not yet been determined; for this study, an assumption 
that the concentration must be maintained within at least 400 ± 100 ppb was used to approximate requirements 
for Range, Accuracy and Precision, and Sensitivity. 
b) Accuracy and Precision: the combined effect of accuracy and precision, the total error, is the value of interest 
in this study. 
Ideal: total error less than +/- 5% of total measurement; Acceptable: total error less than +/- 10% of total 
measurement. 
c) Sensitivity: the change in concentration required to register a discernable signal; defined as the slope of the 
calibration curve at the concentration of interest. 
  Ideal: 5 ppb; Acceptable: 25 ppb. 
d) Response time / Sample rate: for technologies that provide a continuous electrical signal representative of 
concentration, response time is evaluated; for technologies that provide discrete samples, sample rate is 
evaluated. 
  Ideal: < 5 mins; Acceptable: < 15 minutes.  As alluded to in the introduction, there are two use cases envisioned 
for the sensor: (1) health monitoring and feedback control of the silver introduction process, and (2) long-term 
monitoring of residual silver biocide concentration that may be depleted due to interaction with potable system 
materials.  The ideal and acceptable values listed here are based on the more stringent use case, which is 
feedback control (a response time of longer than 15 minutes would likely render sensor-based feedback control 
impractical).  It is possible that the silver introduction mechanism will either be sufficiently well-behaved to 
not require real-time monitoring or will at least lend itself to monitoring via other parameters (such as 
inlet/outlet conductivity or, for electrolytic introduction, voltage and current).  In this case, a response time on 
the order of a few hours would be acceptable for monitoring residual silver levels. 
e) Selectivity: the extent to which the analytical signal is produced by only the analyte of interest and not 
interfering substances.  The sensor need not be selective against ions that have no realistic source on a spacecraft 
(e.g., lead or mercury). 
 
3. Reliability and Maintainability 
a) Durability: susceptibility to vibrations, temperature extremes, and/or radiation (specifically electro-magnetic 
interference) expected in the spacecraft cabin environment, including during the launch-to-activation 
timeframe. 
b) Maintenance requirements: frequency and duration of any activity requiring crewmember interaction with the 
hardware, including replacement at end of life. 
Ideal: 15 minutes or less at a 3-year interval; Acceptable: 30 minutes or less at a 1-year interval. 
c) Calibration interval: timeframe over which sensor output is stable enough to maintain its specified accuracy.  
Ideal: no calibration required during life of sensor; Acceptable: an automated or remote calibration routine is 
feasible. 
d) Consumables use: any additional up-mass and volumetric footprint of the system based on consumables such 
as calibration standards or limited-lifetime components. 
e) Shelf life: ability of spare sensors to be stored on the spacecraft without degrading or losing calibration. 
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B. Evaluation Scoring System 
Since no known sensor technology currently meets the requirements of the application, it would be premature to 
make a selection from among the technologies by scoring them against one another.  Rather, the intent of this trade 
study is to assess the risk that each 
technology poses to successful 
implementation in order to inform future 
development efforts.  Risk was assessed 
based on a two-dimensional matrix (see 
Figure 6) that took into account both the 
current performance of the state-of-the-art 
of the technology and the prospects for 
improving any shortcomings of the 
technology. 
Assessing the current performance of a 
technology in each criterion on a scale from 
Ideal to Unacceptable serves to weight the 
criteria.  Some criteria are inflexible (such 
as the ability to function in zero-gravity), 
while the majority are flexible to some 
extent, especially in areas in which system 
requirements are ill-defined.  For these 
flexible criteria, the performance is defined 
below.  Furthermore, definitions of Ideal 
and Acceptable are provided for certain 
criteria in the Evaluation Criteria section 
above. 
1. Ideal: expected performance is ideal or satisfies an inflexible criterion. 
2. Acceptable: expected performance is acceptable. 
3. Probably acceptable: expected performance does not satisfy a criterion, but the criterion could probably be 
relaxed without significantly increasing requirements for other potable system components. 
4. Possibly acceptable: expected performance does not satisfy a criterion, but the criterion could be relaxed by 
increasing requirements for other potable system components. 
5. Unacceptable: expected performance does not satisfy an inflexible criterion. 
For criteria in which a technology’s performance is not either ideal or acceptable, the prospects for improving that 
aspect of the technology are assessed.  The assessment is based on whether a possible resolution exists for the identified 
shortcoming and the likelihood of realizing that resolution.  For example, the resolution may be only theoretically 
possible, it may be suggested by the literature but not yet applied, or it may have been tested in a similar application.  
The assessment is largely subjective, but an effort was made to conform it to the following rubric: 
1. Very good: either no problems identified, or problem has resolution that has been tested but not yet applied. 
2. Good: problem has a resolution that has been tested or used in a similar application. 
3. Moderate: problem has a resolution that has been suggested in literature. 
4. Poor: problem has a theoretically possible resolution. 
5. Very Poor: problem with no known resolution due to physical limitations of the technology. 
Scores for Current Performance and Improvement Prospects are combined to estimate the composite Risk of 
pursuing the technology based on that criterion.  Scores are abbreviated as follows: a letter represents the Risk (U = 
Untenable, H = High, M = Medium, L = Low, N = None); a number represents the Current Performance score (see 
Figure 6); and a second number represents the Improvement Prospects score (see Figure 6).  For example, if a 
technology currently exhibits Unacceptable performance in a criterion, and resolutions are theoretically possible but 
a concrete resolution has not yet been suggested (Improvement Prospects score of Poor), a Risk score of High is 
assigned and indicated by H-5,4.  If the technology’s performance in another criterion is deemed Probably Acceptable, 
and research in the field has identified a potential mitigation that has not yet been tested (Improvement Prospects score 
of Moderate), a Risk score of Medium is assigned and indicated by M-3,3.   
 
Figure 6. Evaluation Matrix.  Current performance of the 
technology in each criterion is given a score of 1 to 5.  For 
performance scores higher than 2 (not either Ideal or 
Acceptable), the prospect of improving that performance through 
additional research and development is given a score of 1 to 5.  
The combination of Current Performance and Improvement 
Prospects yields the composite Risk score. 
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V. Technology Evaluation 
Risk evaluation scores for all criteria for each sensor technology are shown in Table 1.  Because the majority of 
the pros and cons of each technology are discussed above, only noteworthy explanations of scores are provided below.  
 
Table 1. Technology Evaluation 
    ISE ASV FOCS 
1.     Suitability for Application 
Size N-1,1 N-2,1 N-2,1 
Controller interface N-1,1 L-3,2 N-2,1 
Impact on water M-4,3 M-4,3 L-4,1 
Environment compatibility M-4,3 M-4,3 M-4,2 
Zero-g compatibility N-1,1 N-1,1 N-1,1 
[Ag+] measurement N-1,1 N-1,1 N-1,1 
Continuous measurement N-1,1 H-5,3 H-5,4 
2.     Analytical Characteristics 
Range (min/max) N-2,1 N-1,1 N-1,1 
Accuracy and Precision N-2,1 N-2,1 M-4,3 
Sensitivity N-1,1 N-1,1 M-4,3 
Response time / Sample rate N-1,1 N-2,1 L-3,2 
Selectivity N-1,1 N-1,1 N-1,1 
3.     Reliability and Maintainability 
Durability N-1,1 L-3,1 N-1,1 
Maintenance requirements M-4,3 H-5,3 N-2,1 
Calibration interval H-5,4 H-5,4 L-4,1 
Consumables use H-5,4 H-5,4 N-1,1 
Shelf life M-4,3 M-4,3 N-1,1 
A. Ion-Selective Electrode 
Impact on water – The release of KCl reference electrolyte into the potable water stream would result in some 
extent of biocide reduction due to AgCl precipitation.  The use of a double-junction with KNO3 in the front junction 
would mitigate this problem, but likely not eliminate it entirely.  The problem would be most significant during 
dormant periods with no silver replenishment.  Use of a solid-state reference electrode could further mitigate this 
concern by replacing the chloride with inert dopant ions. 
Environment compatibility – ISEs tend to work best in flowing (or stirred) solutions and give different results in 
stagnant water.  Testing would have to be performed to understand whether an ISE could be relied upon for measuring 
both flowing and stagnant water.  Furthermore, spacecraft potable water quality is such that the silver-sulfide 
membrane’s subjectivity to fouling due to pH is not very likely, but potable water in future spacecraft may reach 
higher pH values.  Due to the pH sensitivity of polymer membrane ISEs, their use as a substitute for a solid-state 
membrane does not necessarily resolve the problem.  Finally, as indicated by the Nernst equation (see above), an ISE’s 
cell potential is impacted by temperature.  The temperature dependence is not significant and could possibly be 
compensated for. 
Range (minimum and maximum) – Commercially available ISEs can detect silver over the range of 10 ppb to 
several thousand ppm.  The voltage response is expected to be nonlinear near the limit of detection (less than about 
30 ppb), and accuracy and precision are likely to suffer at that lower level.  Nevertheless, this performance is 
acceptable. 
Accuracy and Precision – Total error of less than 10% is typical for ISEs. 
Sensitivity – Based on a Nernstian slope, a 5 ppb change in the 100-1,000 ppb concentration range is easily 
detectable by an ISE connected to a standard meter. 
Response time – Solid-state ISEs typically provide full response within less than five minutes (often faster). 
Selectivity – The only interference with the silver-sulfide ISE response are sulfide and mercury ions, neither of 
which are expected in the potable water. 
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Maintenance requirements – If membrane fouling were to occur (see above), polishing of the ISE membrane would 
be necessary to restore its response.  This would require removal of the sensor, and would be unacceptable for all but 
very infrequent occurrences.  Because the likelihood of fouling is not yet clear and is expected to be limited to a pH 
range that may not be applicable, the current performance is considered possibly acceptable. 
Calibration interval – Depending on the ISE, manufacturers recommend calibration at least every week, typically 
every day or even every use.  This frequency is not sustainable in space, but ongoing research into solid contact ISEs 
and solid-state reference electrodes may reduce the frequency. 
Consumables use – The reference electrolyte is considered a consumable because it is gradually used up and 
determines the overall lifespan of the probe.  ISE life is highly dependent on reference electrode construction and 
water conditions, but in the pure conditions of spacecraft water, lifetime greater than a couple months is unexpected.  
Use of a solid-contact reference electrode could potentially mitigate (but not eliminate) this concern.  Additionally, 
standards are required for calibration. 
Shelf life – Storage requirements for conventional reference electrodes are cumbersome, but could conceivably be 
implemented.  Use of a solid-state reference electrode would avoid any evaporation concerns and would likely result 
in much longer shelf life.  Long-term stability of calibration standards also warrants consideration. 
 
B. Anodic Stripping Voltammetry 
Size – ASV requires electronics for interrogation and signal processing in addition to the electrochemical flow cell, 
but the total package required is small. 
Controller interface – The output of ASV (a voltammogram) must be interpreted, typically by an experienced 
operator.  A smart algorithm could conceivably perform the interpretation successfully. 
Impact on water – Reference electrode concerns for the ISE are also applicable here. 
Environment compatibility – ASV is highly-dependent on flowrate, making its implementation in a system with 
variable flowrate challenging, at best.  Additionally, sensitivity to dissolved oxygen is problematic.  Some electrode 
materials and voltage profiles are less sensitive to dissolved oxygen than others; ostensibly, smart selection of 
electrode materials and voltage profiles may mitigate this concern.  Finally, very low and slightly-variable water 
conductivity, which are typical in current spacecraft water processor output, also present a challenge for a 
voltammetric sensor. 
Continuous measurement – Fouling of the working electrode is a key concern, given that it necessitates mechanical 
polishing, some form of cleaning, or replacement to allow for any further measurement to be performed.  Current 
performance is considered unacceptable based on the standard practice of polishing electrodes between measurements.  
It is possible that certain electrode materials and fabrication techniques can decrease the extent of fouling, and an 
automated cleaning routine may further mitigate the problem, but commercial use of these techniques is at best 
uncommon. 
Range (minimum and maximum) – Limits of detection for silver using ASV are as low as parts per trillion,10,12 but 
typically parts per billion.  The linear range of the response varies, but is expected to cover the range of interest. 
Accuracy and Precision – Accuracy of ASV techniques are not typically reported, but electrochemical techniques 
in general tend to be accurate, such that less than 10% error is a reasonable expectation. 
Sensitivity – Low risk: the relationship of peak current to concentration is linear, such that the sensitivity is constant 
over the measurement range.  Slopes for ASV are usually in the range of nA/ppb,8,10-11 which of course requires very 
sensitive current measurement.  Commercial potentiostats are capable of detecting current at pA levels, such that this 
level of measurement is not a concern from a sensitivity perspective.  
Sample rate – The voltammetric measurement is a discrete sample because it is the result of interpretation of the 
voltammogram generated by an entire voltage sweep.  The time required for each measurement depends on the voltage 
scan profile that is employed, whether oxygen is removed, and the duration of the analyte accumulation step.  A 
sample rate of once per 5 – 15 minutes can be expected if the deoxygenation step is excluded.12 
Selectivity – The oxidation potential of silver is substantially higher than most other metals, including those that 
might be in the potable system, such that good selectivity is expected. 
Durability – ASV measurements are made at very low currents; susceptibility to electromagnetic interference and 
the necessity for shielding should be investigated if this technology is pursued further. 
Maintenance requirements – If automated cleaning routines are unable to fully prevent fouling of the working 
electrode (see above), polishing would be necessary to restore its response.  This would require removal of at least the 
working electrode, and would be unacceptable for all but very infrequent occurrences. 
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Calibration interval – ASV research generally does not mention calibration requirements; however, it is reasonable 
to assume that calibrations would be required on at least a weekly basis due to reference electrode drift and continual 
modification of the working electrode surface. 
Consumables use – Concerns related to the reference electrode and calibration standards for the ISE are also 
applicable here.  Assuming that supporting electrolyte is omitted from measurements and that the working electrode 
does not require frequent polishing, no other consumables have been identified. 
Shelf life – Concerns related to the reference electrode and calibration standards for the ISE are also applicable 
here.  Otherwise, no shelf-life concerns have been identified. 
 
C. Fiber-Optic Chemical Sensor 
Size – FOCS require electronics for interrogation and signal processing in addition to the sensing membrane, but 
the total package is small. 
Controller interface – Techniques more advanced than intensity-based measurement (see above) require additional 
signal processing, but the processing can be accomplished by embedded intelligence. 
Impact on water – It is possible for the indicator molecule to leach from the membrane into the water, especially 
over the very long duration for which the sensor is required.  Whether this is problematic depends on whether the 
indicator is safe to consume in minute quantities.  Effective indicator immobilization may prevent its leaching 
altogether. 
Environment compatibility – FOCS are often sensitive to pH; this is highly dependent on the indicator and 
membrane composition.  The IOS report demonstrated that their sensor provides fairly consistent response at pH 4.5 
and 9.0, indicating that it is insensitive to pH in that range.  However, a different indicator with reversible 
characteristics may be pH sensitive and accounting for pH may be required.  There are no other known complications 
experienced by FOCS in the relevant environment. 
Continuous measurement – Lack of reversibility is a fundamental concern that is common to optical sensors for 
heavy metals, as discussed above.  In the silver and heavy metal sensor research articles that were reviewed for this 
study, the sensors were either not reversible or reversibility was not reported.39,42-49  A couple of these articles reported 
reversibility when in fact regenerability (with a washing solution) was demonstrated.  The IOS sensor was also 
regenerable but not reversible.  A review on optical heavy metal sensors states that although indicator binding is 
reversible in principle, most complexation reactions with heavy metal ions are not.27  In addition to a number of other 
performance aspects of an optical sensor, reversibility can be impacted by membrane material and immobilization 
technique,50 such that there is some hope that tweaks to these parameters could promote reversibility.  Alternatively, 
optical sensors based on a principle other than ion-complexation could be investigated.  The challenge remains to 
identify an indicator that is not only reversible, but also selective, relatively insensitive to pH, and able to be 
immobilized in a membrane effectively. 
Range (minimum and maximum) – FOCS for silver generally achieve limits of detection in the ppb range or lower, 
a couple probes have been reported that sensed silver at less than parts-per-trillion levels.43,45  The IOS sensor was 
effective in the 10-1,000 ppb range.  
Accuracy and Precision – Unfortunately, accuracy is rarely reported in optical sensor research, and it is generally 
the case that optical sensors are less accurate than their electrochemical counterparts.  According to Janata in 
Principles of Chemical Sensors, optical sensors are “only semi-quantitative, at best.”17  Lower accuracy may be 
acceptable if the minimum and maximum allowed silver concentrations (when determined) are sufficiently far apart. 
Sensitivity – Sensitivity of optical sensors is also rarely reported, and concerns similar to those expressed for 
accuracy and precision are applicable here. 
Response time – Response times of optical sensors for heavy metals vary depending on indicator-analyte chemistry 
and membrane construction, but anywhere from 10-40 minutes seems typical.39,44,47-48   
Selectivity – Although many indicators for heavy metals are unselective and are used as total heavy metal sensors, 
this is not a universal problem.  For example, rhodanine has been identified as a suitable and highly selective indicator 
for silver ions.39  Furthermore, because of their shared “soft metal” classification that gives them similar complexing 
properties, the primary interfering species in optical sensors for silver are metals like cadmium, mercury, and lead, 
which are not expected in spacecraft potable water. 
Maintenance requirements – The only required maintenance is replacement of a sensor that has reached its end of 
life.  The IOS team demonstrated that this maintenance could be performed on their sensor in less than five minutes. 
Calibration interval – A technique such as dual-lifetime referencing (DLR) may enable calibration lifetimes of 
feasible duration.  For example, the IOS team proposed a concept that would avoid in-flight calibration altogether.  
By using DLR, they claim a calibrated lifetime of at least six months, at the end of which the sensor membrane could 
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simply be replaced rather than recalibrated (see above).   This lifetime is shorter than ultimately desired, but it is longer 
than any known alternative.  Furthermore, because the lifetime is based on exposure to excitation light (rather than 
other factors such as contact with the process fluid), it should be possible to extend the lifetime by decreasing sampling 
frequency.  Alternatively, a second sensing element could theoretically be placed into the flow cell to take over after 
the primary sensor reaches its end of life. 
Consumables use – With the IOS philosophy, the sensing membranes are treated as consumables.  Because they 
are very small and lightweight (each sensing membrane is a 9 mm diameter disk), several spares could be easily stored 
on the spacecraft. 
Shelf life – The only known storage requirement for an optical sensor is to prevent its exposure to light, which is 
a simple constraint to meet.  
VI. Summary and Outlook 
Ion-Selective Electrode technology is attractive based on its simplicity, small size, and analytical characteristics.  
The major drawback of the technology is the requirement for a reference electrode, which seriously limits the ISE’s 
applicability to long-duration and maintenance-free in-line sensing.  Advances in materials science and innovative 
techniques in reference electrode construction, such as in the solid-state reference electrode, are promising, but the 
current state of the art of reference electrodes does not adequately address the concerns that they present.  Additionally, 
the solid-state ion-selective membrane type poses moderate risk, and it is not clear that an alternate membrane type 
would have better performance. 
Anodic stripping voltammetry is a powerful analytical technique, offering low detection limits and multi-analyte 
detection.  However, there are several challenges to implementing ASV into a spacecraft sensor in addition to those 
presented by the reference electrode.  These include flowrate and dissolved oxygen sensitivity, working electrode 
fouling, and complexity of signal interpretation.  None of these challenges is insurmountable by itself, but the 
combination of them makes ASV a less attractive candidate for future research and development. 
Optical sensors are attractive for several reasons.  For one thing, they do not require a reference electrode, which 
is a serious disadvantage of electrochemical sensors.  Optical sensors also seem to lend themselves well to techniques 
that enhance their reliability and maintainability, such as pre-calibration of sensors and minimization of maintenance 
and consumables, as demonstrated by the IOS SBIR efforts.  Although analytical characteristics of optical sensors are 
generally inferior to their electrochemical counterparts, they may be good enough to achieve system requirements if 
it is determined in the future that those requirements can be relaxed.  A key requirement that has not yet been 
demonstrated by any known optical sensor for silver or other heavy metal ion is continuous measurement capability 
based on reversibility of the sensing mechanism.  If optical sensor reversibility is achieved and demonstrated in the 
future, the technology would likely be the front-runner for further research and development. 
This study only considered methods for directly measuring silver concentration, but it would also be worthwhile 
to investigate other methods for assessing water quality in real time, such as those that provide an indication of 
microbial activity or a secondary indication of silver ion concentration.  For example, sensitive conductivity sensors 
at the inlet and outlet of a silver introduction device may provide insight into the resultant concentration, though such 
a method has its own challenges due to the low conductivity of aqueous silver at the target concentration.  Furthermore, 
non-selective methods such as this have limited utility in determining residual silver levels, which may be the more 
important use case for an in-line sensor.  However, given the challenges associated with in-line silver detection, such 
schemes should be investigated in parallel with efforts to develop a silver sensor. 
VII. Conclusion 
In-line measurement of silver ion concentration in a spacecraft application poses many unique challenges, which 
the current state-of-the-art technology does not fully address.  Although certain sensor requirements could be relaxed, 
the primary shortcomings of each of the evaluated technologies relate to inflexible criteria.  While optical sensor 
technology seems to have the fewest number of obstacles to implementation, no sensor technology strongly 
recommends itself for near-term implementation.  Further research and development, focused on the identified areas 
of concern, is required for realization of a viable sensor.  Meanwhile, efforts to enhance understanding of the silver 
introduction mechanism and loss rates may help to reduce the demands placed on a silver sensor. 
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